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EQUIPMENT AVAILABLE FOR LONG FOCUS WORK 8 D

Cat. No. 10001056—10X Long Focus Annular Dia-

‘
phragm. .. For Use of SPEN
Cat. No. 1000106—20X Long Focus Annular Dia- . _
: phragm. . For No. 8M
Ca.ti_No. 1000107—43X " Long Focus Annular Dia- S ISM or No.
' phragm.

Cat. No. 1000306—N.A. 0.66 Condenser Top Element.

Cat. No. 1000303—Reduced Thickness N.A. 1.25 Con-
denser Top Element.

APPLICATIONS:

|
The long focus technique is useful for tissue culture |
- work, study of blood circulation in animals, micro- |
manipulation, and examination of glass and plastics. :
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The Phase Turret Condenser provides a means of chang-
ing annular diaphragms conveniently and quickly by rotat-
ing the knurled disc (turret), Figs. 1A and 2A. The annular
diaphragms are inserted into threaded, centerable cells in
the turret. One opening marked zero is used for bright

field microscopy.

Four regular annular diaphragms are

available to match the various magnifications of Spencer

Phase objectives as follows:

10X Annular Diaphragm for 10X (16mm) Phase

objectives.

20X Annular Diaphragm for 20X (8Bmm) Phase

objectives.

43X Annular Diaphragm for 43X (4mm) Phase
objectives.

97X Annular Diaphragm for 97X (1.8mm) Phase
objectives.

Fig. 1.

A, turvet; B, lever for iris
diapbragm; C, opening for
centering wrench to adjust
annular diaphragm; D, cen-
tering screws for centering
condenser,

Fig, 2.

A,  Euwurled dise
(turret); B, conden-
ser . elements; C,
centering wrench-
es; D, turret re-
moved from hous-
ing; E, centering
telescope.
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THE ALIGNMENT OF THE OPTICAL SYSTEM
(General Principles)

When the microscope lamp and the optical system of the
Phase Microscope are properly aligned, considerable detail
can be seen in transparent, unstained or lightly stained
specimens. The most important adjustments are:

a) Correct focus of the Phase condenser.

b) Alignment of the condenser optics and microscope
objective.

¢) Concentricity between the image of the annular dia-
phragm and the diffraction ring located at the back focal
plane of the Phase objective, Fig. 3 and 4, item 16 page 7.

The concentricity between annular diaphragm and dif-
fraction ring is of great importance as any light leakage
from incorrect alignment decreases the contrast in the
image.
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Fig. 4. Concenitric

Fig. 3. Not conceniric

ALIGNMENT PROCEDURE

When the Spencer Phase Turret Condenser is used as an
accessory for a regular Spencer Microscope (Medical or
Laboratory Type), the standard Abbe condenser should be
removed from the fork-type substage mount. The screw be-
hind the spring plunger at the left side of the substage fork
(looking from rear of microscopel.should be replaced by the
knurled stainless steel screw which is furnished with each
Phase condenser.
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ADJUSTME!

a) Remove filters
detach filter holder)
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